One Government Gulch - PO Box 929

Kellogg 1D 83837-0929

(208) 784-1258

Fax (208) 783-08G1

Montgomery Watson
18235 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209

Reported 21-Sep-07 16:13

Quality Control Data

Blank Data

Method Analyle Units Result MDL RL Batch 1D Notes Analyzed
Metals by EPA 200 Series Methods
EPA 2451 Mercury mg/L <0.00020 0.00009 0.00020 W709171 13-Sep-07
EPA 200.8 Uranium mg/L <0.00100 0.000023 0.00100 W709290 DI 20-Sep-07
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminuim mg/L <{.080 0.028 0.080 W709281 20-Sep-07
EPA 200.7 Antimony mg/L <0.020 0.003 0.020 W1700281| 20-Sep-07
EPA 200.7 Arsenic mg/L <0.023 0.009 0.025 W709281 20-8cp-07
Epra 200.7 Barium mg/L. <0.0020 0.0006 0.0020 W709281 20-5ep-07
EPA 200.7 Beryilium mg/L <0.00200 0.00022 0.00200 W709281 20-8ep-07
EPA 200.7 Bismuth mg/L <0.060 0.026 0.060 W709281 20-Sep-07
EPA 200.7 Boron mg/L <0.040 0.014 0.040 W709281 20-Sep-07
EPA 200.7 Cadmium mg/L <0.0020 0.0004 0.0020 W709281 20-Sep-07
EPA 200.7 Caleium mg/L <0.040 0.008 0.040 W709281 20-8ep-07
EPA 200.7 Chromium mg/L <0.0060 0.0006 0.0060 W709281 20-Sep-07
EPA 200.7 Cobalt mg/L <{.0060 0.0014 0.0060 W709281 20-Sep-07
EPA 2007 Cepper mg/L <0.010 0.003 0.010 W709281 20-Sep-07
EPA 200.7 Iron mg/L <{.060 0.019 0.060 W709281 20-Sep-07
EPA 200.7 Lcad mg/L <0.0075 0.0033 0.0073 W700281 20-Sep-07
EPA 200.7 Lithium mg/L <0.020 0.005 0.020 W709281 20-Sep-07
EPA 200.7 Magnesium mg/L. <0.060 0.013 0.060 W709281 20-8ep-07
EPA 200.7 Mangancse mg/L <0.0040 0.0015 0.0040 W709281 20-Scp-07
EPA 200.7 Molybdenum mg/L <0,0080 0.0022 0.0080 W709281 20-8¢p-07
EPA 200.7 Nickel mg/L <0.010 0.004 0.010 W706281 20-8cep-07
EPA 200.7 Phosphorus mg/L <0.050 0.013 0.030 W709281 20-8ep-07
EPA 200.7 Potassium mg/L <{.50 0.04 0.50 W709281 20-8cp-07
EPA 200.7 Selenium mg/L <{.040 0.013 0.040 W709281 20-Sep-07
EPA 200.7 Silicen mg/L <0.080 0023 0.080 W709281 20-8ep-07
EPA 200.7 Silver mg/L. <{.0050 0.0004 0.0050 W709281 20-Sep-07
EPA 200.7 Sedium mg/L <0.50 0.03 0.50 W700281 20-8ep-07
EPA 200.7 Strontium mg/L <0.0050 0.00035 0.0050 W700281 20-Sep-07
EPA 200.7 Thallivim mg/L <0.015 0.005 0.015 W709281 20-Sep-07
EPA 200.7 Tin mg/L <0.050 0.007 (.050 W709281 20-Sep-07
EPA 200.7 Titanium mg/L. <().0050 0.0005 0.0050 W709281 20-Sep-07
EPA 200.7 Vanadium mg/L <0.0050 0.0005 0.0050 W709281 20-5ep-07
EPA 200.7 Zine mg/L <0.0100 0.0017 0.0100 W709281 20-Sep-07

SVL Analytical, [nc.

Certifications: AZ 0538, CA 2080, ID00019, EB7993, IDO0019, CERT0027, IDO0G192007A, VWA 1268, ID00019
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One Governiment Guich - PO Box 929

Kellogg 1D §3837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Walson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80523

Work Order: W701209
Reported 21-Scp-07 16:13

{(cont'd)

Blank Data

Method Analyte Units Result MDL RL Batch ID Notes Analyzed
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum mg/L <Q.080 0.028 0.080 W709177 19-Sep-07
EPA 200.7 Antinony mg/L. <(.020 ¢.005 0.020 W709177 19-Sep-07
EPA 200.7 Arsenic mg/L <0.025 0.009 0.025 W709177 19-5ep-07
LEPA 200.7 Barium mg/L. <0.0020 0.0004 0.0020 W709177 19-Sep-07
EPA 200.7 Beryllium mg/L <{.00200 0.00022 0.00200 W709177 19-S¢p-07
EPA 200.7 Bismuth mg/L <0.060 0.026 0.060 W709177 19-Sep-07
EPA 200.7 Boron mg/L. <0.040 0.014 0.040 W709177 19-Sep-07
EPA 200.7 Cadmivm mg/L. <0.002¢ 0.0004 0.0020 WwW709177 19-Sep-07
EPA 200.7 Calcium mg/L <0.040 0.008 0.040 W709177 19-Sep-07
EPA 200.7 Chromium mg/L. <0.0060 0.0006 0.0060 W709177 19-Sep-07
EPA 200.7 Cobalt mg/L <(1.0060 ¢.0014 0.0060 W709177 19-Scp-07
EPA 200.7 Copper mg/L <0.010 0.003 0.010 W709177 19-Sep-07
EPA 200.7 Iron mg/L <0.060 ¢.019 0.040 W709177 19-Sep-07
EPA 200.7 Lead ng/L <0.0075 0.0033 0.0075 W709177 19-Sep-07
EPA 200.7 Lithimnn mg/L <0.020 ¢.005 0.020 W709177 19-Sep-07
EPA 200.7 Maguesium mg/L <0.060 0.013 0.060 W709177 19-Sep-07
EPA 200.7 Manganese mg/L <0.0040 0.6013 0.0040 W709177 19-Sep-07
LPA 2451 Mercury mg/L <0.00020 0.00009 0.00020 W709209 13-Sep-07
EPA 200.7 Molybdenum mg/L <0.0080 0.0022 0.0080 W709177 19-Sep-07
EPA 2007 Nickel mg/L <0.010 0.004 0.010 W709177 19-Sep-07
EPA 200.7 Phosphorus mg/L <0.050 0.013 0.050 W709177 19-8ep-07
EPA 200.7 Potassium mg/L <0.50 0.04 0.5¢ W709177 19-Sep-07
EPA 200.7 Selenium mg/l <0.040 0.013 0.040 W709177 19-Sep~07
EPA 200.7 Silicon mg/L <0.080 0.023 0.080 W700177 19-Sep-07
EPA 200.7 Silver mg/L <0.0050 0.0004 6.0050 W709177 19-Sep-07
EPA 200.7 Sodium mg/L <0.50 0.03 0.50 W709177 19-5ep-07
PA 200.7 Strontium mg/L <0.0050 0.6003 (.0050 W709177 19-Sep-07
EPA 200.7 Thallium mg/L <0.015 0.005 0.0135 W709177 19-Sep-07
EPA 200.7 Tin mng/L <0.050 0.007 0.050 W709177 19-5ep-07
EPA 200.7 Titauium mg/L <0.0050 0.0005 0.0050 W709177 19-5¢p-07
EPA 200.8 Uranmum mg/L <0.00100 9.30E-6 0.00100 W1709178 Dl 17-Sep-07
EPA 200.7 Vanadium mg/L <0.0030 0.0005 0.0050 wW709177 19-Sep-07
EPA 200.7 Zine mg/l <0.0100 0.0017 0.0100 W709177 19.8ep-07
Classical Chemistry Parameters
EPA 333.2 Nitrate/Nitrite as N mg/L <0.0200 0.0012 0.0200 W709163 13-Sep-07
Anions by [on Chromatography
EPA 300.0 Chloride mg/L <(.200 G.016 0.200 W709195 20-5ep-07
EPA 300.0 Fluoride me/L <. 100 0.010 0.100 W709195 20-Sep-07
EPA 300.0 Sulfate as SO4 ing/L. <0.30 0.03 0.30 W709105 20-Sep-07
SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, ID00019, CERT0027, IDO00192007A, WA 1268, 1D00019
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Cne Government Gulch - PO Box 929 Kellogg ID 83837-0928

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80523

Work Order: W701209
Reported 21-Sep-07 16:13

Duplicate Sample Data Duplicate Sample RPD

Method Analyte Units Result Result RPD Limil Batch 1D Notes Analyzed
Metals by EPA 200 Series Methods
EPA 245.1 Mercury mg/L <0.00020 <(.00020 upL 20 W709171 13-Sep-07
EPA 200.8 Uranium mg/L <0.00100 <(.00100 <RL 20 W709290 DI 20-5ep-07
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminuin g/l <0.080 <(.080 UDL 20 W709281 20-Scp-07
EPA 200.7 Antimony mg/L <0.020 <0.020 upbL 20 W709281 20-5ep-07
EPA 200.7 Arsenic mg/L 0.037 0.036 2.8 17 W709281 20-Sep-07
EPA 200.7 Barium mg/L 0.0197 0.0198 0.2 20 W709281 20-Sep-07
EPA 200.7 Beryllium mg/L. <0.0020¢ <(.00200 uDL 20 W709281 20-Sep-07
EPA 200.7 Bismuth mg/L <0.060 <0.060 uDL 20 W705281 20-Sep-07
EPA 200.7 Boron mg/L <0.040 <(.040 uDL 14 W706281 20-5ep-07
EPA 200.7 Cadmium mg/l. <0.0020 <0.0020 ubDL 20 W709281 20-Sep-07
EPA 200.7 Calcium mg/L 4.09 4.07 0.5 10 W706281 20-Sep-07
EPA 200.7 Chromium me/L. <0.0060 <0.0060 uDL 20 W709281 20-Sep-07
EPA 200.7 Cobalt mg/L <0.0060 <0.0060 uDL 20 W709281 20-5ep-07
EPA 200.7 Copper mg/L <(.010 <0.010 UDL 13 W700281 20-Sep-07
EPA 200.7 Iron mg/L 0.181 0.179 1.5 20 W708281 20-8ep-07
EPA 200.7 Lead mg/L <0.0075 <0.0075 UDL 20 W709281 20-Sep-07
EPA 200.7 Lithium mg/L <(.020 <0.020 <RL 20 W709281 20-5¢p-07
EPA 200.7 Magnesium mg/L 220 227 0.3 9 W700281 20-Sep-07
EPA 200.7 Manganesc mg/L <(.0040 <().0040 <RL 17 W709281 20-Sep-07
EPA 200.7 Molybdenum mg/L. <(.0080 <0.0080 UDL 20 W709281 20-8ep~07
EPA 200.7 Nickel mg/L <0.010 <0.010 UDL 20 W709281 20-Scp-07
EPA 200.7 Phosphorus mg/L 0.095 0.092 38 20 W709281 20-Sep-07
EPA 200.7 Potassium mg/L 246 2.42 1.6 12 W709281 20-Sep-07
EPA 200.7 Selenium mg/L <(.040 <0.040 UDL 20 W709281 20-Sep-07
EPA 200.7 Silicon mg/l. 13.2 13.1 0.7 20 W705281 20-Sep-07
EPA 200.7 Silver mg/L <0.0050 <0.0030 UDL 20 W70828] 20-Sep-07
EPA 200.7 Sodium mg/l. 5.57 5.44 2.3 15 W709281 20-Sep-07
EPA 200.7 Strontimm mg/L 0.0339 0.0331 23 20 W709281 20-8ep-07
EPA 2007 Thallium /L <0.015 <0.013 uDL 20 W705281 20-8¢p-07
EPA 200.7 Tin mg/L <0.050 <0.030 UDL 20 W709281 20-Sep-07
EPA 200.7 Titanium mg/L <0.0050 <0.0050 <RL 20 W705281 20-8¢p-07
EPA 2007 Vanadium mg/L <0.0050 <0.0050 UDL 20 W709281 20-Sep-07
EPA 200.7 Zine mg/l. <0.0100 <0.0100 UubDL 20 W709281 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, [D00019, E87993, 1DO0019, CERT0027, IDJ00192007A, WA 1268, IDOQ019
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One Government Gulch - PO Box 929

Kellogg I 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , COR0525

Work Order: W701209
Reported 21-Scp-07 16:13

Duplicate Sample Data (cout'd) Duplicate Sample RPD

Methed Analyle Units Result Result RPD Lin1it Batch 1D Notes Analyzed
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum me/L <Q.080 <0.080 <RL 20 W109177 19-Sep-07
EPA 200.7 Antimony me/L <{.020 <0.020 uUDL 20 W7009177 19-Sep-07
EPA 200.7 Arsenic mg/L <0.025 <0.025 uDL 17 Ww709177 19-Sep-07
EPA 200.7 Rarium mg/L 0.0459 0.0461 0.4 20 W1I09177 19-Sep-07
EPA 200.7 Beryllium mg/L <0.00200 <0.00200 UDL 20 W709177 19-Sep-07
EPA 200.7 Bismuih mg/L <0.060 <0.060 UDL 20 W700177 19-5ep-07
EPA 200.7 Boron mg/l. <0.040 <0.040 <RL 14 W709177 19-Sep-07
EPA 200.7 Cadmium mg/L <0.0020 <0.0020 UDL 20 W709177 19-Sep-07
EPA 200.7 Calcium g/l 3.92 3.76 1.1 10 WwW709177 19-Sep-07
EPA 200.7 Chromiuin mg/L <0.0060 <0.0060 UDL 20 W709177 19-Sep-07
EPA 200.7 Cobalt mg/L <0.0060 0.0062 <RL 20 Ww709177 19-8ep-07
EPA 200.7 Copper mg/L <0.010 <0.010 UDL 13 W700177 19-Sep-07
EPA 200.7 Iron mg/L 0.077 0.082 0.5 20 Ww708177 19-Sep-07
EPA 200.7 Lead mg/L. <0.0075 <0.0075 UDL 20 W109177 19-Sep-07
EPA 200.7 Lithium mg/L <0.020 <0.020 UDL 20 W709177 19-Sep-07
EPA 200.7 Magnesiwm mg/L [.02 1.03 G.a 9 W709177 19-8Sep-07
EPA 200.7 Manganesc mg/L. 0.0362 0.0364 0.4 17 W700177 19-Sep-07
EPA 2451 Mercnry mg/L <0.00020 <0.00020 unDL 20 W1709209 13-5ep-07
EPA 200.7 Melybdenum mg/L <0.0080 <0.0080 UDL 20 W709177 19-Sep-07
EPA 200.7 Nickel mg/L <(.010 <0.010 UDL 20 W706177 19-Sep-07
EPA 200.7 Phosphorus mg/L <0.030 <0.050 <RL 20 W70G177 19-Sep-07
EPA 200.7 Potassium mg/L 322 3.25 1.0 12 W709177 19-Sep-07
EPA 200.7 Selenium me/l. <{.040 <0.040 UDL 20 W709177 19-8ep-07
EPA 200.7 Silieen mg/L 19.1 19.2 0.5 20 w709177 19-Sep-07
EPA 200.7 Silver mg/L <0.6050 <0.0050 UDL 20 W709177 19-Sep-07
EPA 200.7 Sodium g/l 5.12 3.17 1.0 15 W709177 16-8ep-07
EPA 200.7 Strontium me/L G.0353 0.0562 1.3 20 W709177 19-Sep-07
EPA 200.7 Thallivm mg/L <0.015 <0.015 UDL 20 W709177 19-Sep-07
EPA 200.7 Tin me/L <0.050 <0 050 UDL 20 w709177 16-Sep-07
EPA 200.7 Titanium mg/L <0.0050 <0.0050 <RL 20 W709177 16-8ep-07
EPA 200.8 Uranium mg/l. <0.00100 <0.00100 UDL 20 Ww709178 DI 17-Sep-07
EPA 200.7 Vanadium mg/L <0.0050 <0.0030 <RI 20 W709177 19-Sep-07
EPA 200.7 Zine mg/L <0.0100 <0.0100 UDL 20 Ww709177 19-8ep-07
Classical Chemistry Parameters
SM 2320B Bicarbonate mg/L 20.6 20.7 0.4 20 W709189 16-Sep-07
SM 232013 Carbonate mg/L <l.0 <1.0 UDL 20 W709189 16-Sep-07
EPA 3532 Nitrate/Nitrite as N mg/l. <0.0200 <(.0200 UDL 20 W709165 [1-8ep-07
SM 23208 Total Alkalinity mg/L. 20.6 207 04 20 W709189 16-Sep-07
Anions by lon Chromatography
EPA 300.0 Chloride mg/L <5.00 <5.00 <RL 20 W7091935 D2 20-8ep-07
EPA 300.0 Fluoride mg/L 0.625 0.710 12.7 20 W706195 Dt 20-8ep-07
EPA 300.0 Sullute as SO4 meg/l. <30.0 <30.0 <RL 20 WwW700195 D2 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, ID00019, CERT0027, IDOC0192007A, WA 1268, ID0O0019
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One Government Gulch - PO Box 929 Kellogg 10> 83837-0929

(208) 784-1238

Fax (208) 783-0891

Montgomery Walson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Laboratory Control Sample Data 1.CS LCS % Acceptance

Method Analytc Units Resuit True Rec. Limits Batch ID Notes Analyzed
Metals by EPA 200 Series Methods
EPA 2451 Mercury mg/L. 0.00504 0.00500 101 85-115 W700171 13-Sep-07
EPA 2008 Uranium mg/L 0.0242 0.6250 96.8 85-115 W70020¢ DI 20-Sep-07
Total Recoverable VMetals by EPA 200 Series Methods
EPA 200.7 Alumninum mg/L. 0.987 1.00 98.7 85-115 W709281 20-Sep-07
EPA 200.7 Antimony mg/L. |.04 1.00 104 85-115 W700281 20-Sep-07
EPA 200.7 Arsenic mg/L 1.03 1.00 103 85-115 W709281 20-Sep-07
EPA 200.7 Barinm mg/L 1.04 1.00 104 85-115 W700281 20-Sep-07
EPA 200.7 Beryllium mg/L 0.968 1.00 96.8 85-115 W700281 20-Sep-07
EPA 200.7 Bismuth mg/L 1.02 1.60 102 85-115 W709281 20-Sep-07
EPA 200.7 Boren mg/L 1.02 1.00 102 83-115 W709281 20-Sep-07
EPA 200.7 Cadmivum mg/l. 1.02 1.00 102 85-115 W709281 20-5ep-07
EPA 200.7 Caleium mg/L 19.4 200 §7.2 85-115 WT09281 20-Sep-07
EPA 200.7 Chromium mg/L 1.01 1.00 101 85-115 W709281 20-Sep-07
EPA 200.7 Cobalt mg/L. 1.01 1.00 101 85-115 W709281 20-Sep-07
EPA 2007 Copper mg/i (.992 1.0¢ 99.2 85-115 WT09281 20-Sep-07
EPA 200.7 Iron mg/L 9.92 10.¢ 99.2 85-1135 W709281 20-Sep-G7
EPA 200.7 Lead mg/L. 1.04 1.00 104 85-115 W709281 20-Sep-07
EPA 206.7 Lithium mg/l 0.994 1.00 99.4 85-115 W709281 20-Sep-07
EPA200.7 Magnesium meg/L. 19.9 20.0 §9.3 85-115 W709281 20-Sep-07
EPA 200.7 Manganese mg/L 0.987 1.06¢ 08.7 85-115 W709281 20-Sep-07
EPA 200.7 Molybdenum mg/L 1.03 .00 103 85-1135 W709281 20-Sep-07
EPA 200.7 Nickel mg/L 1.01 1.00 101 85-115 W709281 20-Sep-07
EPA 200.7 Phosphorus mg/L 1.07 1.00 107 85-115 W700281 20-Sep-07
EPA 200.7 Potassium meg/L 203 20.0 101 85-115 W70928] 20-Sep-07
EPA 200.7 Selenivm me/L 1.11 1.00 111 85-115 WT09281 20-Sep-07
EPA 260.7 Silicon mg/L 5.21 5.00 104 85-113 W709281 20-Sep-G7
EPA 200.7 Silver mg/L 0.0529 0.0560 166 B5-115 W700281 20-Sep-07
EPA 200.7 Sodium mg/L. 19.9 19.0 105 85-115 W709281 20-Sep-07
EPA 200.7 Strontium mg/L 1.03 1.00 103 85- 115 W709281 20-Sep-07
EPA 200.7 Thallium mg/L 1.06 1.00 106 85-115 W709281 20-Sep-07
EPA 200.7 Tin mg/L 1.04 1.00 104 85-115 WI09281 20-Sep-07
EPA 200.7 Titanium mg/L 1.60 1.00 10 85-113 W709281 20-Sep-07
EPA 200.7 Vanadium mg/L 1.02 .00 102 B5-115 WT09281 20-Sep-07
EPA 200.7 Zine mg/L 0.983 1.00 983 85 - 113 W709281 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00019, E87993, 1D00019, CERT0027, IDG00192007A, WA 1268, IDOG019
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One Government Gulch - PO Box 929

Kcllogg (D> §3837-0929

{208) 784-1258

FFax (208) 783-0891

Montgomery Watson
1825 Sharp Peint Drive - Suite 118
Fort Collins , CO80525

Work Order; W701209
Reported 21-Sep-07 16:13

Laboratory Control Sample Data (cont'd) LCS 1.CS % Aceeplance

Method Analyle Units Resull True Rec. Limits Batch [D Notes Analyzed
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum ing/L. 1.03 1.0¢ 103 85.115 W709177 19-Sep-07
EPA 200.7 Antimony mg/l. ¢.934 1.00 93.4 85-115 W709177 19-Sep-07
EPA 200.7 Arsenic mg/L 1.01 1.00 101 85-113 W709177 19-5¢p-07
EPA 200.7 Barinm mg/L 1.01 1.00 101 83-115 W709177 19-5¢cp-07
EPA 200.7 Berylliutn mg/l, (980 1.0¢ 98.0 85-113 W709177 19-Sep-07
EPA 200.7 Bismuth ng/L 0.933 1.0¢ 933 85-115 W709177 19-Sep-07
EPA 200.7 Boron mg/l 0.997 1.0¢ 99.7 8§5-115 W709177 19-Sep-07
EPA 200.7 Cadmium mg/L 1.00 1.00 100 85-115 W709177 19-Sep-07
EPA 200.7 Caleium mg/L 20.1 20.6 100 85-115 W709177 19-Sep-07
EPA 200.7 Chromium mg/L 1.01 1.0¢ 101 85-115 W709177 19-Sep-07
EPA 200.7 Cohalt mg/L (.984 1.00 98.4 §5- 115 W709177 19-8¢p-07
EPA 200.7 Copper mg/L 3.966 1.00 96.6 85-115 W709177 19-Sep-07
EPA 200.7 Iron tng/L 102 10.0 102 85-115 W709177 19-Sep-07
EPA 200.7 Lead ing/L 1.01 1.0¢ 101 85-115 W709177 19-5ep-07
EPA 200.7 Lithium mg/L 1.00 1.00 100 85-115 w709177 19-Sep-07
EPA 200.7 Magnesium mg/l. 20.1 20.0 100 85-115 W709177 19-8ep-07
EPA 200.7 Mangauese mg/L 0.973 1.0 973 8§5-115 W709177 19-Sep-07
EPA 245.1 Mercury mg/L (.00498 0.00500 99.6 85-115 W709209 13-8ep-07
EPA 200.7 Molybdenum mg/L 0.986 1.00 68.6 85.115 W700177 19-Sep-07
EPA 200.7 Nickel mng/L (.982 1.06 98 2 85-115 W709177 19-Sep-07
EPA 200.7 Phosphorus ing/L. 1.01 1.0¢ 101 85-115 Ww709177 19.Sep-07
:PA 200.7 Potassium ing/L. 20.0 20.¢ 99.9 85-115 W709177 19-Sep-07
EPA 200.7 Sclenium mg/L 1.02 1.00 102 85-115 W709177 19-Sep-07
EPA 206.7 Silicon mg/L 3.15 5.00 103 85-115 Ww709177 19-5ep-07
EPA 200.7 Silver mg/L G.0511 0.0500 102 85-115 W709177 19-5ep-07
EPA 200.7 Sedivin mg/L 19.6 19.0 103 85-115 W709177 19-Sep-07
EPA 200.7 Strontium mg/l, 1.01 1.00 101 85-115 W709177 19-Sep-07
EPA 200.7 Thallium mg/L (.998 1.0¢ 9.8 §5-115 W709177 19-Sep-07
EPA 200.7 Tin mg/L 4.978 1.0¢ G7.8 85-115 W709177 19-Sep-07
EPA 200.7 Titanium mg/L (.988 1.00 98 8 85-115 w709177 19-Sep-07
EPA 200.8 Uranium mg/L. (0235 0.0250 94.1 85-115 W709178 D] L 7-Sep-07
EPA 200.7 Vanadium mg/L 1.00 1.06 100 85-115 W709177 19-Sep-07
LEPA 200.7 Zinc mg/L 0.981 1.06 98.1 85-115 W709177 10-Sep-07
Classical Chemistry Parameters
EPA 353.2 Nitrate/Nitrite as N Ing/L. 4.88 4.50 108 9G- 110 W709165 13-Sep-07
Anions by Ion Chromatography
EPA 300.0 Chioride mg/L 492 3.00 98.5 G0-110 W709193 20-Sep-07
EPA 300.0 Fluoride mg/L 2.40 2.50 96.2 G0 - 110 W709195 20-Sep-07
LEPA 300.0 Sulfate as SO4 mg/l. 9.93 10.0 99.3 9G- 110 W709195 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00019, E87993, IDO0019, CERTO027, IDO00192007A, WA 1268, ID00019
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SVL

AMALYTICAL

P

One Government Gulch - PO Box 929

Kellogg [ID 83837-0020

(208} 784-1258

Fax (208) 783-0891

Montgomery Watson
[825 Sharp Point Drive - Suite 118
Fort Collins , CO80523

Work Order: W701209
Reported 21-5ep-07 16:13

Matrix Spike Data Spike Sample  Spike % Acceptance

Method Analyte Units Resnlt Result (R} Level (8 Rec. Limits Batch 1D Notes Analyzed
Metals by EPA 200 Series Methods
EPA 2451 Mercury mgL 0.00114 <0.00020 0.00100 1140 70-130 W709171 13-Sep-07
EPA 245.1 Mercury mg/L 0.00098 <(.00020 0.00100 98.0 70-130 WT709171 13-Sep-07
EPA 200.8 Uranium me/L 0.0237 ¢.000324  0.0250 937 70-130 W709290 D1 20-8ep-07
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminum mg/L 1.01 <{.080 1.0¢ 1oLo 70-130 W709281 20-5ep-07
EPA 200.7 Antimony mg/L 1.03 <0.020 1.00 103.0  70-130 W709281 20-Sep-07
EPA 200.7 Arsenie mg/l 1.07 0.036 1.0% 103.0  70-130 W709281 20-Sep-07
EPA 200.7 Barium mg/L 1.06 $.0198 1.00 1040 70-130 W709281 20-Sep-07
EPA 200.7 Beryllium mg/L 0.953 <0.00200 1.00 9353 70-130 W709281 20-Scp-07
EPA 200.7 Bismuth mg/L 1.02 <{0.060 1.00 102.0  70-130 W709281 20-Sep-07
EPA 200.7 Boron mg/l. 1.02 <{.040 1.00 1020 70-130 W709281 20-Sep-07
EPA 2007 Cadmium mg/L 1.0] <{(.0020 1.00 101.0  70-130 W709281 20-Sep-07
EPA 2007 Calcium mg/L 229 4.07 200 94.0  70-130 W709281 20-5ep-07
EPA 200.7 Chromium mg/L 0.999 <{.0060  1.00 999  70-130 W709281 20-5ep-07
EPA 2007 Cobalt mg/L 0.999 <0.0060 1.00 999  70-130 W709281 20-Scp-07
EPA 200.7 Copper mg/L [.01 <Q.010 1.00 101.0 70-130 W709281 20-Sep-07
EPA 200.7 Iron mg/L. 983 ¢.179 10.0 96.5  70-130 W709281 20-Sep-07
EPA 200.7 Lead mg/l, 1.G4 <0.0075  1.00 1040 70-130 WT09281 20-Sep-07
EPA 200.7 Lithium mg/L 0.992 $.008 1.00 G684 70-130 W709281 20-Scp-07
EPA 200.7 Magnesium mg/L 21.6 227 20.0 %6.6  70-130 W709281 20-Sep-07
EPA 200.7 Mangarniese mg/L 0.964 0.0036 1.00 96.1 70-130 W709281 20-Sep-07
EPA 200.7 Molybdenum mg/L, 1.03 <0.0080 1.00 103.0  70-130 W709281 20-Sep-07
EPA 200.7 Nickel mg/L 1.060 <0.010 1.00 1000 70-130 W709281 20-Sep-07
EPA 200.7 Phosphorus mg/L L. 14 0.092 1.00 105.0  70-130 W709281 20-Sep-07
EPA 200.7 Potassium mg/L 224 242 20.0 999  70-130 WT09281 20-Sep-07
EPA 200.7 Selenium mg/L 1.08 <0.040 1.00 1080 70-130 W709281 20-Sep-07
EPA 200.7 Silicon mg/L 17.8 13.1 5.00 94.1  70-130 W709281 20-Sep-07
EPA 200.7 Silver mg/L 0.0523 <0.0050  0.0500 105.0 70-130 W709281 20-5ep-07
EPA 200.7 Sodium mg/L 25.0 5.44 16.0 1030 70-130 W709281 20-Sep-07
EPA 200.7 Strontium mg/L 1.035 0.0331 1.00 102.0  70-130 W709281 20-8ep-07
EPA 200.7 Thallium mg/L 1.06 <Q.015 1.00 106.0  70-130 W709281 20-Sep-07
EPA 200.7 Tin mg/L 1.03 <0.050 1.00 1030  70-130 W709281 20-Sep-07
EPA 200.7 Titanium mg/L 1.62 0.0008 1.00 102.0  70-130 WT09281 20-Scp-07
EPA 200.7 Vanadivm mg/L 1.Gi <0.0050 1.00 101.0  70-130 WT09281 20-Scp-07
EPA 200.7 Zine mg/L 0.976 <0.0100 1.00 976 70-130 W709281 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, ID00019, CERTC027, IDO00192007A, WA 1268, IDO00T9
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One Government Gulch - PO Box 929

Kellogg [D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins . CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Matrix Spike Data (cont'd) Spike Sample  Spike % Aeceptance

Method Analyte Units Result Result (R) Level ()  Rec. Limits Batch ID Notes Analyzed
Metals (Dissolved) by EPA 200 Series Methods
EPA 2007 Aluminum me/L 1.06 0.060 1.00 99.8 70-130 W709177 19-8ep-07
EPA 200.7 Antimony mg/L 0.905 <(.020 1.00 90.5  70-130 WT709177 19-Sep-07
EPA 200.7 Arsenic mgfL 0.998 <(.025 1.00 998 70-130 W709177 19-Sep-07
EPA 200.7 Barium mg/L. i.01 0.0461 1.00 96.5 70-130 W709177 19-Scp-07
EPA 200.7 Beryllium mg/L 0.936 000023 1.00 93.5  70-130 WT709177 19-8ep-07
EPA 200.7 Bismuth mg/L. 0.876 <0.060 1.00 87.6 70 - 130 W709177 19-Sep-07
EPA 200.7 Boron mg/L 0.9606 0017 1.00 94.%  70-130 WT709177 19-Sep-07
EPA 200.7 Cadmium mg/L 0.963 <0.0020 1.00 963 70-130 W709177 19-Sep-07
EPA 200.7 Calciuin mg/L 22.5 376 20.0 936  70-130 W709177 19-Sep-07
EPA 200.7 Chromivm mg/L 0.961 <0.0060 1.00 96.1 70 - 130 W709177 19-Sep-07
EPA 200.7 Cobalt mg/L 0.960 0.0062 1.00 954  70-130 W709177 19-5ep-07
EPA 200.7 Copper mg/L 0.938 <Q.010 1.60 938 70-130 WT09177 19-5ep-07
EPA 200.7 [ron mg/L 9.69 0.082 10.0 960 70-130 W709177 19-8ep-07
EPA 200.7 Lead mg/L 0.977 <0.0075 1.00 977  70-130 W709177 19-Sep-07
EPA 200.7 Lithium mg/L 0.952 <0.020 1.00 952  70-130 W709177 19-Sep-07
EPA 200.7 Magnesium mg/L 204 1.03 20.0 9.9  70-130 W709177 19-8ep-07
EPA 200.7 Manganese mg/L 0.973 0.03064 1.G0 636  70-130 W709177 19-Sep-07
EPA 245.1 Mercury mg/l. 0.00104 <0.00020 0.00100 1040 70-130 W709209 13-5ep-07
EPA 2451 Mercury mg/L 0.00100 <{.00020 0.00100 1000 70-130 W709209 13-Sep-07
EPA 200.7 Molybdenum mg/L 0.945 <0.0080 1.00 945 70-130 W709177 19-8ep-07
EPA 200.7 Nickel mng/L 0.958 <0.010 1.00 958  70-130 W709177 19-Sep-07
EPA 2007 Phosphorus mg/l. 1.04 0.037 1.00 100.0  70-130 Wi700177 19-5ep-07
EPA 200.7 Potassium mg/L 22.1 335 20.0 943 70-130 W709177 19-8ep-07
EPA 200.7 Sclenium mg/L 1.10 <{.040 1.00 1100 70-130 W709177 19-Scp-07
EPA 200.7 Silicon mg/L 23.0 19.2 5.00 762 70-130 W709177 19-Sep-07
EPA 200.7 Silver mg/L 0.0496 <0.0050  0.0500 992  70-130 W709177 19-Sep-07
EPA 200.7 Sodium mg/l. 233 5.17 19.0 956  70-130 W709177 19-Sep-07
EPA 200.7 Strontium mg/L 1.01 0.0562 1.00 95.6  70-130 W709177 19-Sep-07
EPA 200.7 Thallium mg/L 0.969 <{.015 1.00 96.9  70-130 W709177 19-8cp-07
EPA 200.7 Tin mg/L 0.937 <0.050 1.00 937  70-130 W709177 19-Sep-07
EPA 200.7 Titanium me/L 0.961 0.0024 1.00 958  70-130 W700177 19-Scp-07
EPA 200.8 Uranium mg/L 0.0221 <0.00100 0.0250 882 70-130 W709178 Dl 17-Sep-07
EPA 200.7 Vanadium mg/L 0.965 0.0023 1.00 9.3 70-130 W700177 19-Sep-07
EPA 200.7 Zinc mg/L 0.933 <0.01000 100 933  70-130 W709177 19-Sep-07
Classical Chemistry Parameters
EPA 3533.2 Nitrate/Nitrite as N mg/L 1.17 0.0015 1.00 1170 90-110 W709165 Ml 11-Sep-07
EPA 3332 Nitrate/Nitritc as N mg/L 112 0.0114 1.00 1110 90-110 W709165 M1 13-Sep-07
Anijons by Ion Chromatography
EPA 300.0 Chloride mg/L 212 137 75.0 100.0  90-110  W709195 D2 20-Sep-07
EPA 300.0 Chloride mg/L 333 18.9 150 957  90-110 W709195 D2 20-Sep-07
EPA 300.0 Fluoride mg/L 4.09 0.262 4.00 958  90-11G W709195 Dl 20-Sep-07
EPA 300.0 Flueride mg/l. 9.92 0.710 10.0 922 90-110  W709195 D2 20-Sep-07
EPA 300.0 Sulfate as SO4 mg/L 2670 1630 1000 105.0  90-110 W7091935 2 20-Sep-07
EPA 300.0 Sulfate as SO4 me/L 741 481 250 1040 90-110 W709193 D2 20-Sep-07

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, 1DO0019, CERT0027, ID000192007A, WA 1268, ID00019
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One Govermnent Guleh - PO Box 929 Kellogg [D 83837-0929 (208) 784-1258

Fax (208) 783-0891

Montgomery Waltson
1825 Sharp Point Drive - Suitc 118
FFort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

M1
n2
D1
DET
ND
NR

dry
RPD

Notes and Definitions
Matrix spike was high, hut the LCS was acceptable.
Sample required dilution due to high cencentration of target analyte.

Sample required dilution due to matrix.

Analyte DETECTED
Analyte NOT DETECTED at or above the reporting limt
Not Reported

Sanple results reported on a dry weight basis

Relative Percent Difference

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, IDO0019, CERT0027, IDO00192007A, WA 1268, IDO0019
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One Government Guleh - PO Box 929

Kellogg ID 83837-0929

(208) 784-1258

FFax (208) 783-0891

Monlgomery Watson
1825 Sharp Poinl Drive - Suite 118
IFort Collins , COB03235

Work Order: W701209
Reported 21-Sep-07 16:13

Sampled: 07-Sep-07

Client Sample 1D S8-1 Received: 10-Sep-07
SVL Sample {D: W701209-01 (Water) Sampled: K E.
Method Analyte Result  Units RL MDL Dilution  Notes Analyzed Analyst
Metals by EPA 200 Series Methods
EPA 245.1 Mercury <{.00020 mg/L 0.00020  0.00009 13-8¢p-07  JAA
EPA 200.8 Uranium <{.06100 mg/L  §6.00100 0.000046 3 DI 20-8ep-07 KWH
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminum 1.05 ing/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony < 0.020 mg/L 0.020 0.005 20-Sep-07 DT
EPA 200.7 Arsenijc <0.025 mg/L 0.025 0.009 20-Sep-07 DT
EPA 200.7 Barium 0.0887 mg/L  0.0026 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium < 0.00200 mg/L. 0.00200  0.00022 20-Sep-07 DT
EPA 200.7 Bismuth < 0.060 meg/L 0.060 0.026 20-Sep-07 DT
EPA 200.7 Boron <0.040 mg/L 0.040 6.014 20-Sep-07 DT
EPA 200.7 Cadmiuin <(.0020 mg/L. $.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calcium 4.05 mg/L. 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium < 0.6060 mg/l. 0.0060 0.0006 20-8ep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/l. 0.0060 0.0014 20-Sep-07 DT
EPA 200.7 Copper <0.010 mg/k. 0.010 0.003 20-Sep-07 DT
EPA 200.7 Iron 1.37 mg/L 0.060 0.019 20-8ep-07 DT
EPA 200.7 Lead <0.0073 g/l 0.0075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium <0.020 mg/L 0.020 0.005 20-Sep-07 DT
EPA 200.7 Magnesium 1.13 ing/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganese 0.123 mg/L  0.0040 0.6015 20-Sep-07 DT
EPA 200.7 Molybdenum < {.0080 mg/L  0.0080 £.0022 20-Sep-07 DT
EPA 200.7 Nickel <0.010 mg/L 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 0.139 g/l 0.030 0.013 20-Sep-07 DT
EPA 200.7 Potassinm 335 mg/L 0.30 0.04 20-Sep-07 DT
EPA 200.7 Selenium <0.040 mg/L 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 2035 mg/L 0.080 0.023 20-Sep-07 DT
EPA 200.7 Silver < 0.0050 mg/l.  0.0050 0.0004 20-5ep-07 DT
EPA 200.7 Sodium 3.16 mg/L 0.30 0.03 20-Sep-07 DT
EPA 200.7 Strontiut 0.0661 mg/l. 0.0050 0.0005 20-8ep-07 DT
EPA 200.7 Thatlium < 0.015 mg/L 0.015 0.003 20-5ep-07 DT
EPA 200.7 Tin <0.030 mg/L 0.050 0.007 20-Sep-07 DT
EPA 200.7 Titanium 0.0432 mg/L. 0.0030 0.0003 20-8ep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L. 0.0050 0.0005 20-5ep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, EB7993, IDO0019, CERT0027, IDODD182007A, WA 1268, ID00018
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One Government Gulch - PO Box 929 Kellogg ID 83837-0929 {208) 784-1258 Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suitc 118
Fort Collins , COB0525

Work Order: W701209
Reported 21-5ep-07 16:13

Sampled: 07-Scp-07

SS-1 Received: 10-Scp-07

Client Sample [D:

SVL Sample ID: W701209-01 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL  Dilution  Noles Analyzed  Analyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zine <(.0100 mg/l.  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum < 0.080 meg/L. 0.080 0.028 19-Sep-07 A8
EPA 200.7 Antimony <0.020 mg/L 0.020 0.003 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 meg/L 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0461 mg/L.  0.0020 0.0006 19-Sep-07 AS
EPA 200.7 Bervlliuin < 0.00200 mg/l. 0.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth <0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boren < 0.040 mg/L 0.040 0.014 19-Sep-07 AS
LEPA 200.7 Cadinium <0.0020 mg/L. 0.0020 0.0004 19-Scp-07 AS
EPA 200.7 Calcium 3.76 mg/L 0.040 0.008 19-Sep-07 AS
EPA 200.7 Clhromium < 0.0060 mg/L. 0.0060 0.0006 19-Sep-07 AS
EPA 200.7 Cobalt 0.0062 mg/L.  0.0060 0.0014 19-Sep-07 AS
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 19-Sep-07 AS
EPA 200.7 Iron 0.082 mg/L 0.060 0.019 19-8ep-07 AS
EPA 200.7 Lead <0.0075 mg/L  0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium <0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Maguesium 1.03 mg/L. 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese 0.0364 mg/L 0.0040 0.0015 19-Sep-07 AS
EPA 245.1 Mercury < 0.00020 mg/l.  0.060020 0.00009 13-Sep-07 JAA
EPA 200.7 Molybdenum <0.0080 mg/l.  0.0080 0.0022 19-Sep-07 AS
EPA 200.7 Nickel < 0.010 mg/L. 0.010 0.004 19-Sep-07 AS
EPA 200.7 Phaosphorus <0.050 mg/L 0.050 0.013 19-Sep-07 AS
EPA 200.7 Potassium 3.25 mg/L 0.350 0.04 19-Sep-07 AS
EPA 200.7 Selenium <0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 192 mg/L 0.080 0.023 19-Sep-07 AS
EPA 200.7 Silver <0.0050 mg/L 0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 517 mg/L. 0.50 0.03 19-Sep-07 AS
EPA 200.7 Strontium 0.0562 mg/l. 0.0050 0.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.015 mg/L 0.015 0.005 19-Scp-07 AS
EPA 200.7 Tin < 0.050 mg/L 0.050 0.007 19-Sep-07 AS
EPA 200.7 Titanium <0.0050 mg/l. 0.0030 0.0005 19-Sep-07 AS
EPA 200.8 Uranium <0.00100 mg/l. 0.00100 0.000046 5 D1 17-8ep-07 KWH

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00019, E87993, 1D00019, CERT0027, 1DO00192007A, WA 1268, ID00019
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One Government Gulch - PO Box 929 Kellogg [I> 83837-0929

(208) 784-1238

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80523

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample TD:

§8-1

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample D W701209-01 (Water) Sampied: K.E.

Method Analyte Result  Units RL MDL Dilution  Notes Analyzed Analyst
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium < 0.0030 mg/L  0.0030 0.0003 19-Sep-07 AS
EPA 200.7 Zinc <0.0100 mg/l.  0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23208 Bicarbonate 20.7 mg/L 1.0 16-Sep-07  DKS
SM 23208 Carbonate <10 mg/L. 1.0 16-Sep-07  DKS
EPA 3532 Nitrate/Nitrite as N <0.0200 mg/L. 0.0200 0.0012 13-Sep-07 SSC
SM 23208 Total Alkalinity 20.7 mg/L. 1.0 0.4 16-Sep-07  DKS
Anions by lon Chromatography
EPA 300.0 Chloride 225 mg/L. 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride 0.123 mg/L 0.160 0.010 20-Sep-07  AMC
EPA 300.0 Sulfate as SO4 345 mg/L 0.30 0.03 20-Sep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, [D00019, E87993, ID00019, CERT0027, IDO00192007A, WA 12868, ID00019

Page 4 of 25



One Government Gulch - PO Box 929

Kellogg 11 83837-0929

(208) 784-1258

IFax (208) 783-0891

Montgomery Watson

18235 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D: SEEP-1 ;:;2:)‘!:3 ?g:i:};g;
SVL Sample 1D W701209-06 (Water) Sampled: K.E.
Method Analyte Result  Units RL MDL  Dilution  Notes Analyzed  Analyst
Metals by EPA 200 Series Methods
EPA 245.1 Mercury < 0.00020 mg/L  0.00020  0.00009 13-Sep-07 JAA
EPA 200.8 Uranium <0.00100 mg/L  0.00100 0.000046 5 D1 20-Scp-07 KW
Total Recoverahle Metals by EPA 200 Series Methods
EPA 200.7 Aluminum 0.119 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony < 0.020 mg/L £.020 €.005 20-Sep-07 DT
EPA 200.7 Arsenic <0.025 mg/L 0.025 0.009 20-Sep-07 DT
EPA 200.7 Barium 0.0606 mg/L.  0.0020 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium <0.00200 mg/L. 0.00200  0.00022 20-Sep-07 DT
EPA 200.7 Bisruth < 0.060 mg/L 0.060 0.026 20-Sep-07 DT
EPA 200.7 Baron <0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 200.7 Cadmium < 0.0020 mg/l. 0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calcium 3.95 mg/L 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium <0.0060 mg/L.  0.0060 0.0006 20-Sep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 20-8ep-07 DT
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 20-Sep-07 DT
EPA 200.7 Iron 0.070 mg/L. 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead < 0.0073 mg/L  0.0075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium <0.020 mg/L 0.020 0.003 20-Sep-07 DT
EPA 200.7 Magnesium 0.961 mg/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganese < 0.0040 mg/L  0.0040 0.0015 20-Sep-07 DT
EPA 200.7 Molybdenum < 0.0080 mg/l,  0.0080 0.0022 20-Sep-07 DT
EPA 200.7 Nickel <0.010 mg/L 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phospherus 0.083 mg/L 0.030 0.013 20-Scp-07 DT
EPA 200.7 Potassium 3.86 mg/L. 0.50 0.04 20-Sep-07 DT
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicen 225 mg/L 0.080 0.023 20-8ep-07 DT
EPA 200.7 Silver <0.0050 mg/L. 0.00350 0.0004 20-8ep-07 DT
EPA 200.7 Sodium 356 mg/L 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontium 0.0634 mg/l.  0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Thallium <{.015 mg/L, 0.015 0.005 20-Sep-07 DT
EPA 200.7 Tin <0.050 mg/L 0.050 0.007 20-Sep-07 DT
EPA 200.7 Titanium < 0.0050 mg/L 0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L 0.0030 0.0005 20-Sep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, EG7993, 1D00018, CERT(Q027, IDOD0192007A, WA 1268, ID00019
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One Government Gulch - PO Box 929

Kellogg 1D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Walson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order; W701209

Reported 21-5¢p-07 [6:13

Client Sample [D:

SEEP-1

W701209-06 (Water)

Sampled: 07-Sep-07
Reeeived: 10-Sep-07

SVL Sample [D: Sanpled: K E.

Method Analyte Result  Units RL MDL Dilution  Notes Analyzed Analyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zine < 0.0100 mg/l. 0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum < {).080 mg/L 0.080 0.028 19-Sep-07 AS
EPA 200.7 Antimony <0.020 mg/L 0.020 0.003 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 mg/L 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0573 mg/L. 0.0020 0.0006 19-Sep-07 AS
EPA 200.7 Beryllium < 0.00200 mg/L  0.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth <0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 19-Sep-07 AS
EPA 200.7 Cadmium < (.0020 mg/l. 0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 4.10 mg/l. 0.040 0.008 19-Sep-07 AS
EPA 2007 Chromium < 0.0060 mg/l.  0.0060 0.0006 19-Sep-07 AS
EPA 200.7 Cobalt < 0.0060 mg/l.  0.00660 0.0014 19-Sep-07 AS
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 19-Sep-07 AS
EPA 200.7 fron <0.060 mg/L 0.060 0.019 19-Sep-07 AS
EPA 200.7 Lead < 0.0075 mg/L  0.0675 0.0033 19-Sep-07 AS
EPA 200.7 Lithium <0.020 mg/L. 0.020 0.0035 19-8ep-07 AS
EPA 200.7 Magnesium 0.996 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese <0.0040 mg/l.  0.0040 0.0013 19-Sep-07 AS
EPA 245.1 Mercury < 0.00020 mg/l.  0.000620 0.00009 13-Sep-07 JAA
EPA 200.7 Molybdenum < (.0080 mg/l.  0.0080 0.0622 19-Sep-07 AS
EPA 200.7 Nickel <0.010 mg/L 0.010 0.004 19-Scp-G7 AS
EPA 200.7 Phosphorus 0.080 mg/L 0.050 0.013 19-5ep-07 AS
EPA 200.7 Potassium 3.83 mg/L. 0.50 0.04 19-Sep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 22.5 mg/l.  0.080 0.023 19-Sep-07  AS
EPA 200.7 Silver <0.0650 mg/L. 0.0030 0.0004 19-8ep-07 AS
EPA 200.7 Sodium 345 mg/L. 0.30 0.03 19-Sep-07 AS
EPA 200.7 Strontinm 0.0607 mg/l. 0.0030 0.0003 19-Scp-07 AS
EPA 200.7 Thallium < (L0135 mg/l. 0.G15 0.003 19-Sep-07 AS
EPA 200.7 Tin <0.050 mg/L 0.030 0.007 19-Sep-07 AS
EPA 200.7 Titanium < 0.0050 mg/L 0.0030 0.0005 19-Sc¢p-07 AS
EPA 200.8 Uranium < 0.00100 mg/L $.00100  0.000046 3 DI 17-Sep-07 KWH

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, [D00019, E87993, IDO0019, CERT0027, IDO00192007A, WA 1268, [DOC019
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One Govermment Gulch - PO Box 929 Kellogg [D §3837-0029

(208) 784-1258

Fax (208) 783-0891

Maontgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins . CQ80523

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample [D:

SEEP-1

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample 1D: W701209-06 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL  Dilution Notes Analyzed Analyst
Metals (Dissolved)} by EPA 200 Series Methods
EPA 200.7 Vanadium < 0.0030 mg/L  0.005¢ 0.0005 19-Sep-07 AS
EPA 200.7 Zinc <0.0100 mg/L  0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23203 Bicarbonate 20.0 mg/L 1.0 16-Sep-07 DKS
SM 2320B Carbonate < 1.0 mg/L 1.0 16-Sep-07  DKS
EPA 353.2 Nitrate/Nitrite as N 0.602 mg/L. 0.0200 0.0012 13-Sep-07 S8C
SM 2320B Total Alkalinity 20.0 mg/L. 1.0 0.4 16-Sep-07  DKS
Anions by lon Chromatography
EPA 300.0 Chloride 1.36 mg/L 0.200 0.016 20-Sep-07  AMC
LPA 300.0 [Fluoride < 0.100 mg/L 0.160 0.01¢ 20-5ep-07 AMC
EPA 300.0 Sulfate as 504 1.59 mmg/L 0.30 0.03 20-Sep-07 AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87983, ID00019, CERT0027, IDC00192007A, WA 1288, ID00019
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Ore Government Guleh - PO Box 929

Kellogg 1D §3837-0929

(208) 784-1258

Fax (208) 783-0891

Maontgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W741209
Reported 21-Sep-07 16:13

Client Sample 1D:

SEEP-2

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample 1Dx W701209-08 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL  Dilution  Notes Analyzed Analyst
Metals by EPA 200 Series Methods
EPA 2451 Mercury < (0.00020 mg/L.  0.00020 0.00009 13-8ep-07 JAA
EPA 200.8 Uranium < 0.00100 mg/L 0.00100 0.000046 5 DI 20-5ep-07 KWH
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminumn 0.325 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony < 0.020 mg/L. 0.020 0.003 20-Sep-07 DT
EPA 200.7 Arsenic < 0.025 mg/L 0.025 0.009 20-Sep-07 DT
EPA 200.7 Barium 0.0810 mg/L 0.0020 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium <0.00200 mg/L. 0.00200  0.06022 26-Sep-07 DT
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 20-Sep-G7 DT
EPA 200.7 Boron < (.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 200.7 Cadmium < 0.0020 mg/L  0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Caleinm 3.59 mg/L 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium < 0.0060 mg/L  0.0060 $.0006 20-Sep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/L. 0.0060 0.0014 20-Sep-07 DT
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 20-Sep-07 DT
EPA 200.7 Iron 0.334 mg/L 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead <0.0075 mg/l. 0.0075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium < 0.020 mg/L 0.020 0.005 20-5ep-07 DT
EPA 260.7 Magnesium 0.979 mg/L 0.060 0.013 20-5ep-07 DT
EPA 200.7 Manganese 0.0143 mg/L 0.0040 0.0013 20-5ep-07 DT
EPA 200.7 Molybdenum < {.0080 mg/l. 0.0080 0.0022 20-Sep-07 DT
EPA 200.7 Niekel <0.010 meg/L 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 0.088 meg/L 0.050 0.003 20-8ep-07 DT
EPA 200.7 Potassium 3.69 mg/L 0.50 0.04 20-Sep-07 DT
EPA 200.7 Selenium <{.040 mg/L 6.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 23.8 mg/l. 0080 0.023 20-Sep-07 DT
EPA 200.7 Silver < 0.0050 mg/l.  0.0050 0.0004 20-Sep-07 DT
EPA 200.7 Sodinm 3.41 mg/L 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontiumn G.0678 mg/L  0.0050 0.0005 20-5ep-07 DT
EPA 200.7 Thallium <0.015 mg/L. 0.015 0.005 20-Sep-07 DT
EPA 200.7 Tin < 0.050 mg/L 0.030 0.007 20-Sep-07 DT
EPA 200.7 Titanium 0.0154 mg/L 0.0030 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L. 0.0030 0.0005 20-5ep-07 DT

SvL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID0C019, E87993, ID00019, CERTO027, IDO00192007A, WA 1268, IDO0019
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One Government Gulch « PO Box 929 Kellogg (D> §3837-0929

(208) 784-1258

[Fax (208) 783-0891

Monlgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Coltins , CO80525

Work Order: W701209

Reported 21-Sep-07 16:13

Client Sample 1D: SEEP-2

Sampled: 07-5ep-07
Reeeived: 10-Sep-07

SVL Sample 1D: W701209-08 (Water) Sampled: K.E

Method Analyte Result  Units RIL MDL  Dilution  Notes Analyzed Analyst
Total Reeoverable Metals by EPA 200 Series Methods
EPA 200.7 Zinc <0.0100 mg/l.  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum < (.080 mg/L 0.080 0.028 19-Sep-07 AS
EPA 200.7 Antimony < 0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 mg/L 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0626 mg/L  0.0020 0.0006 19-Sep-07 AS
EPA 200.7 Beryllium < 0.00200 mg/L §.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron <(.040 mg/L 0.040 0.014 19-Scp-07 AS
EPA 200.7 Cadmium < 0.0020 mg/l.  0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 3.54 mg/L. 0.040 0.008 19-Sep-07 AS
EPA 200.7 Chromium < 0.0060 mg/l.  0.0060 0.0006 19-Sep-07 AS
EPA 200.7 Cobalt < (.0000 mg/l. 0.0060 0.0014 [9-Sep-07 AS
EPA 200.7 Copper <0.010 mg/L 0.010 £.003 19-Sep-07 AS
EPA 200.7 Iron < 0.060 mg/L. 0.060 0.016 19-Sep-07 AS
EPA 200.7 Lead < {0.0075 meg/l.  0.0075 0.0033 [9-Sep-07 AS
EPA 200.7 Lithium < 0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Magnesium (.949 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese 0.0064 mg/L  0.0040 0.0015 19-Sep-07 AS
EPA 245.1 Mercury < 0.00020 mg/l.  0.00020 £.00009 13-Sep-07 JAA
EPA 200.7 Molybdenum <0.0080 mg/L  0.0080 0.0022 19-Sep-07 AS
EPA 200.7 Nickel <0.010 mg/L 0.010 0.004 19-Sep-07 AS
EPA 200.7 Phosphorus 0.059 mg/L 0.050 0.013 19-Sep-07 AS
EPA 200.7 Potassium 3.59 mg/L 0.50 0.04 19-8ep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 23.0 mg/L 0.080 0.023 19-Sep-07 AS
EPA 200.7 Silver < 0.0050 mg/l.  0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 3.26 mg/L 0.50 0.03 19-Sep-07 AS
EPA 200.7 Strontium 0.0610 mg/L. 0.0030 0.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.013 mg/L 0.015 0.005 19-Sep-07 AS
EPA 200.7 Tin <0.050 mg/L 0.050 0.607 19-Sep-07 AS
EPA 200.7 Titanium < 0.0050 mg/L  0.0050 0.0005 19-8ep-07 AS
EPA 200.8 Uranium < {.00100 mg/L  0.00100  0.000046 3 D1 17-Sep-07 KW

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00019, E87993, ID00019, CERT0027, IDC00192007A, WA 1268, ID00019
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One Government Gutch - PO Box 629 Kellogg [D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80325

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D:

SEEP-2

Sampled: 07-Sep-07
Reccived: 10-Sep-07

SVL Sample [D: W701209-08 (Water) Sampled: KL

Method Analyte Result  Units RL MDL  Dilution  Notes Analyzed  Analyst
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium < 0.0050 mg/l. 0.0050 0.0005 19-Sep-07 AS
EPA 200.7 Zinc <0.0100 mg/L. $.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23208 Biearbonate 2041 mg/L 1.0 [6-Sep-07  DKS
5M 23201 Carbonate <1.0 mg/L 1.0 t6-Sep-07  DKS
EPA 3332 Nitrate/Nitrite as N 0.317 mg/L  0.0200 0.0012 13-Sep-07 SSC
SM 232083 Total Alkalinity 20.1 mg/L 1.0 0.4 16-Sep-07 DKS
Anions by [on Chromatography
EPA 300.0 Chloride 1.18 mg/L 0.200 0.016 20-5ep-07  AMC
EPA 300.0 Fluoride <0.100 mg/L 0.100 0.010 20-8ep-07  AMC
EPA 300.0 Sulfate as S04 1.34 mg/L 0.30 0.03 20-Sep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, EB7993, IDOC019, CERT0027, IDOQ0182007A, WA 1268, IDO0019
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Ome Government Gulch - PO Box 929 Kellogg ID 83837-0929 (208) 784-1253 Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite [ 18
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Sampled: 07-Sep-07

SEEP-3 Received: 10-Sep-07

W701209-07 (Water)

Chent Sample 1D

SVL Sample 1D Sampled: KE.

Method Analyle Result  Units RL MDL  Dilunen  Notes Analyzed Analyst
Metals by EPA 200 Series Methods
EPA 2451 Mercury <0.00020 mg/L. 0.00020  0.00009 13-Sep-07  JAA
EPA 200.8 Uranium <0.00100 mg/L 0.00100  0.000046 5 D1 20-Sep-07  KWH
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminum < 0.080 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Aniimony <0.020 mg/l. 0.020 0.005 20-5ep-07 DT
EPA 200.7 Arsenic <0.023 mg/L 0.023 0.009 20-Sep-(7 DT
EPA 200.7 Barium 0.0561 mg/L  0.0020 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium < 0.00200 mg/l. 0.00200  0.00022 20-Sep-0G7 DT
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 20-Sep-07 DT
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 200.7 Cadmium < 0.0020 mg/l.  0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calciom 461 mg/L 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium < 0.0060 mg/l. 0.0060 0.0006 20-Sep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 20-Sep-07 DT
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 20-Sep-07 DT
EPA 200.7 Irgn < 0.060 mg/L. 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead < 0.0075 mg/l.  0.0075 0.0033 20-8ep-07 DT
EPA 200.7 Lithium <0.020 mg/L. 0.020 0.005 20-Sep-07 DT
EPA 200.7 Magnesium .46 mg/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganese < 0.004¢ mg/L  0.0040 0.0015 20-Sep-07 DT
EPA 200.7 Molybdenum < 0.0080 mg/l.  0.0080 0.0022 20-5ep-07 DT
EPA 200.7 Nickel <0.01¢ mg/L 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 0.059 mg/L 0.050 0.013 20-Sep-07 DT
EPA 200.7 Potassium 362 mg/L 0.50 0.04 20-Sep-07 DT
EPA 200.7 Selenium < 0.040 mg/L. 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 213 mg/L 0.080 0.023 20-Sep-07 DT
EPA 200.7 Silver < 0.0050 mg/L  0.0030 0.0004 20-Sep-07 DT
EPA 200.7 Sedium 3.97 mg/L 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontium 0.0741 mg/L  0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Thallium <0.015 mg/L 0.015 0.005 20-Sep-07 DT
EPA 200.7 Tin < 0.050 mg/L 0.030 0.007 20-Sep-07 DT
EPA 200.7 Titanium <0.0050 mg/l. $.0050 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L 0.0050 0.0005 20-Sep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, [D00019, E87993, ID0O00O19, CERT0027, IDO0G192007A, WA 1268, ID00019
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One Government Gulch - PO Box 929 Kellogg [D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1823 Sharp Point Drive - Suite [18
FFort Collins , COB0325

Work Order: W701209
Reported  21-Sep-07 16:13

Sampled: 07-Sep-07

Client Sample IT): SEEP-3 Received: 10-Sep-07
$VL Sample [D: W701209-07 (Water) Sumpled: K.E.
Methed Analyte Resull RL MDL  Dhilution  Notes Analyzed  Amalyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zinc <0.0100 mg/l.  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum < 0.080 mg/L 0.080 0.028 19-Sep-07 AS
EPA 200.7 Antimony <0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 mg/L. 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0414 mg/l. 0.0020 0.0006 19-Sep-07 AS
EPA 200.7 Beryliium < 0.00200 mg/l, 0.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 19-Sep-07 AS
EPA 200.7 Cadmium < 0.0020 mg/L.  0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 3.88 mg/L 0.040 0.008 19-Sep-07 AS
EPA 200.7 Chromium < 0.0060 mg/l.  0.0060 0.0006 [9-Sep-07 AS
EPA 200.7 Cabalt < 0.0060 mg/l. 0.0060 0.0014 19-Sep-07 AS
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 19-Sep-07 AS
EPA 200.7 [ron < 0.060 mg/L 0.060 0.019 19-Sep-07 AS
EPA 200.7 Lead < (.0073 mg/l. 0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium <0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Magnesium 1.24 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese <0.0040 mg/LL.  0.0040 0.0015 19-5ep-07 AS
EPA 245.1 Mercury < (0.00020 mg/l. 0.00020  0.00009 13-Sep-07  JAA
EPA 200.7 Maolybdenum < 0.0080 mg/lL  0.0080 0.0022 19-Sep-07 AS
EPA 2007 Nickel <0.010 mg/L 0.010 0.004 19-Sep-07 AS
EPA 200.7 Phosphorus 0.052 mg/L 0.050 0.013 19-Sep-07 AS
EPA 200.7 Potassium 3.07 mg/L 0.350 0.04 19-Scp-07 AS
EPA 200.7 Selenium < 0.040 mg/lL 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 212 mg/L 0.080 0.023 19-Sep-07 AS
EPA 200.7 Silver < 0.0050 mg/l.  0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 3.37 mg/L 0.50 0.03 [9-Sep-07 AS
EPA 200.7 Strontium 0.0586 mg/l.  0.005¢ 0.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.015 mg/L 0.015 0.005 19-Sep-07 AS
EPA 200.7 Tin < 0.050 mg/L 0.050 0.007 19-Sep-07 AS
EPA 200.7 Titanium <0.0050 mg/LL. 0.0030 0.0005 19-8ep-07 AS
EPA 200.8 Uranium <0.00100 mg/l. 0.00100 0.000046 3 Dl 17-Sep-07  KWH

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, ES7993, |D00019, CERTO027, IDO00192007A, WA 1268, ID0O0019
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One Government Gulch - PO Box 929 Kellogg 1D 83837-0929

(208) 784-1258

FFax (208) 783-0891

Montgomery Watson
1825 Sharp Poinl Drive - Suile 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample [D:

SEEP-3

Sampled: 07-Sep-07
Reeeived: 10-Sep-07

SVL Sample 11 W701209-07 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL Drlution  Notes Analyzed Analyst
Metals {(Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium <0.0050 mg/l.  0.0050 0.0005 19-Sep-07 AS
EPA 200.7 Zine < 0.0100 mz/L.  0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23208 Bicarbonate 224 mg/L 1.0 16-Sep-07 DKS
SM 23208 Carbonate < 1.0 mz/L 1.0 [6-Sep-07  DKS
EPA 353.2 Nitrate/Nitrite as N 0.339 mg/l.  0.0200 0.0012 13-Sep-07 SSC
SM 2320B Total Alkalinity 22.4 mg/L 1.0 0.4 16-Sep-07  DKS
Anions by lon Chromatosraphy
EPA 300.0 Chloride 3.29 mg/L 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride 0.129 mg/L 0.100 0.010 20-Sep-07  AMC
EPA 300.0 Sulfate as SO4 [.51 mg/L 0.30 0.03 20-8ep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, IDO0019, CERT0027, IDO00192007A, WA 1268, IDO0019
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One Government Gulch - PO Box 929

Kellogg [D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson

1825 Sharp Point Drive - Suite 118
Fort Collins , CO80325

Work Order: W701209
Reported 21-Sep-07 16:13

Clicnt Sample 113

SEEPr-4

W701209-04 (Water)

Sampled: 07-8ep-07
Received: 10-8ep-07

SVL Sample 1D: Sampled: K.E.

Method Analyte Result RL MDL Dilution  Motes Analyzed Analyst
Metals by EPA 200 Series Methods
EPA 245.1 Mercury < .00020 mg/L  0.00020  0.00009 13-Sep-07  JAA
EPA 200.8 Uranium < 0.00100 mg/L  0.00100 0.000046 5 DI 20-Sep-07 KWH
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Aluminum 0.176 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony < 0.020 mg/L 0.020 6.0035 20-Scp-07 DT
EPA 200.7 Arsenic <0.025 mg/L 0.023 0.009 20-Sep-07 DT
EPA 200.7 Barium 0.051% mg/l.  0.0020 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium < 0.00200 mg/L. $.00200  0.00022 20-Sep-07 DT
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 20-5ep-07 DT
EPA 200.7 Boron <0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 2007 Cadmium < 0.0020 mg/l. 0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calcium 4.03 me/L 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromiuin < §.0060 mg/l. $.0060 0.0006 20-Sep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/L  0.6060 0.0014 20-Sep-07 LT
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 20-Sep-07 DT
EPA 200.7 Iron 0.124 mg/L 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead <0.0075 mg/L 00075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium <0.020 mg/L 0.020 0.005 20-Sep-07 DT
EPA 200.7 Maguesium [.13 mg/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganese < 0.0040 mg/l.  0.08048 0.0015 20-Scp-07 DT
EPA 200.7 Molybdenum < 0.0080 mg/l.  0.0080 0.0022 20-Sep-07 DT
EPA 200.7 Nickel <0.010 mg/l. 0.010 0.004 20-8ep-07 DT
EPA 200.7 Phosphorns 0.0335 mg/L. 0.050 0.013 20-Sep-07 DT
EPA 200.7 Potassium 2.38 mg/L 0.30 0.04 20-Scp-07 DT
EPA 200.7 Selenium <0.040 mg/l. 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 16.8 mg/L 0.080 0.023 20-Sep-07 DT
EPA 208.7 Silver < 0.0050 mg/L. 0.0050 0.¢004 20-Scp-07 DT
EPA 200.7 Seodium 4.36 mg/L 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontium 0.0609 mg/L. 0.0030 0.0005 20-Sep-07 DT
EPA 2087 Thallium <0.015 mg/L 0.015 0.005 20-Sep-07 DT
EPA 200.7 Tin <0.050 mg/L 0.030 0.007 20-Sep-07 DT
EPA 200.7 Titanium 0.0064 mg/l.  0.0050 0.0005 20-Scp-07 DT
EPA 200.7 Vanadium < 0.0050 mg/l.  0.0030 0.0005 20-Sep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00019, E87993, ID00018, CERT0027, 1D0OGG192007A, WA 1268, 1IDO0019
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SVL

ANALYTICAL

One Government Gulch - PO Box 929 Kellogg 1D 83837-0929 (208) 784-1258 Fax {208) 783-0891

Montgomery Watson

1825 Sharp Point Drive - Suite 118 Work Order: W701209
Fort Collins , COB0523 Reported 21-Sep-07 16:13
Client Samnple ID: SEEP-4 [?ff:fi}:g %:222_8;
SVL Sample ID: W701209-04 (Water) Samplcd.: KE.
Method Analyte Result  Units RL MDL Dilution  Noles Analyzed Analyst

Total Recoverable Metals by EPA 200 Series Methods

EPA 200.7 Zinc <0.0100 mg/L  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods

EPA 200.7 Aluminum <0.030 mg/L. 0.080 0.028 19-Sep-07 AS
EPA 200.7 Antimony < 0,020 mg/L. 0.020 0.003 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 mg/L 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0438 mg/L  0.0020 0.0006 19-Sep-07 AS
EPA 200.7 Beryllium < 0.00200 mg/L  0.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth <0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron <0.040 mg/L. 0.040 0.014 19-Sep-07 AS
EPA 200.7 Cadmium <0.0020 mg/L  6.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 4.16 mg/L 0.040 0.008 19-Sep-07 AS
EPA 200.7 Chremium <0.0060 mg/L 0.0060 0.0006 [9-Sep-07 AS
EPA 200.7 Cobalt <0.0060 mg/l  0.0060 0.0014 19-Sep-07 AS
EPA 200.7 Copper <(.010 mg/L 0.010 0.003 19-Sep-07 AS
EPA 200.7 Iron < 0.060 mg/L. 0.060 0.019 19-Sep-07 AS
EPA 200.7 Lead < 0.0075 mg/l.  0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium <0.020 mg/l. 0.020 0.005 19-Sep-07 AS
EPA 200.7 Magnesium 1.15 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese <0.0040 mg/l.  0.0040 0.0015 19-Sep-07 AS
EPA 245.1 Mercury < 0.00020 mg/l.  0.00020  0.00009 13-Sep-07  TAA
EPA 200.7 Maolybdenum < 0.0080 mg/L  0.0080 0.0022 19-Sep-07 AS
EPA 208.7 Nickel <{.010 mg/L 0.010 0.004 19-Sep-07 AS
EPA 200.7 Phosphorus < 0.050 mg/L 6.050 0.013 19-Sep-07 AS
EPA 200.7 Potassium 2.353 mg/L 0.50 0.04 19-Sep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 6.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 16.7 mg/L 0.080 0.023 19-5ep-07 AS
EFA 200.7 Silver < {10050 mg/L  0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 4.23 mg/L 0.50 0.03 19-Sep-07 AS
EPA 200.7 Strontinm 0.0577 mg/l. 0.0030 0.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.015 mg/L. 0.015 0.005 19-Sep-07 AS
EPA 200.7 Tin <0.050 mg/L 0.630 0.007 19-5ep-07 AS
EPA 200.7 Titaniem < 0.0050 mg/l. 0.0050 0.0005 19-Sep-07 AS
EPA 200.8 Uranium <0.00100 mg/L  0.00100 0.000046 3 Dl 17-Sep-07  KWH

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, 1D00019, CERT0027, 1DO00192007A, WA 1268, ID00019
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One Government Guleh - PO Box 929 Kellogg ID> 8§5837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Poinl Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample ID:

SEEP-4

Sampled: 07-Sep-07
Reeeived: 10-Sep-07

SVL Sample ID: W701209-04 (Water) Sampled: K.E.

Method Analytc Result  Units RL MDL Dilution  Notes Analyzed Analyst
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium <(.0030 mg/L  0.0050 0.0005 19-Sep-07 AS
EPA 200.7 Zinc <{.0100 mg/L  0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23208 Bicarbonate i9.6 mg/L 1.0 16-Sep-07  DKS
SM 2320B Carbonate < 1.0 mg/L £.0 16-Sep-07  DKS
EPA 353.2 Nitrate/Nitrite as N 0.462 mg/L  0.0200 0.0012 13-Sep-07 SSsC
SM 23208 Total Alkalinity 19.6 me/L 1.0 0.4 16-Sep-07  DKS
Anions by lon Chromatography
EPA 300.0 Chloride 2.23 mg/L 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride <0.100 mg/L 0.100 0.010 20-Sep-07 AMC
EPA 300.0 Sulfate as S04 [.69 mg/L 0.30 0.03 20-8ep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID0O0019, E87993, IDG0019, CERTO027, IDO00192007A, WA 1268, ID0OG019
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One Government Gulch - PO Box 925 Kellogg 113 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order; W701209
Reported 21-Sep-07 16:13

SEEP-5
W701209-05 (Water)

Client Sample 11

Sampled: 07-Sep-07
Recerved: 10-Sep-07

SVL Sample 1D: Sampled: K.L.

Method Analyte Result  Units RL MDL  Dilulion Notes Analyzed Analyst
Meials by EPA 200 Series Methods
EPA 245.1 Mercury < (0.00020 mg/L 0.00020  0.00009 13-Sep-07  JAA
EPA 2008 Uranium <0.00100 mg/L  0.00100 0.000046 5 D1 20-5ep-07  KWH
Total Recoveralile Metals by EPA 200 Series Methods
EPA 200.7 Aluminum 0.345 mg/L 0.08¢ 0.028 20-Sep-07 DT
EPA 200.7 Antimony < 0,020 mg/L 0.020 0.003 20-Sep-07 DT
EPA 200.7 Arsenic < 0.025 mg/L 0.025 0.009 20-Sep-07 DT
EPA 200.7 Barium 0.0451 mg/l.  0.0020 (0.0006 20-Sep-07 DT
EPA 200.7 Beryllium < 0.00200 mg/L  0.00200 0.00622 20-Sep-07 DT
EPA 200.7 Bismuth < 0.060 mg/L. 0.060 0.026 20-Sep-07 DT
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 200.7 Cadmium < 0.0020 mg/L  0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calcium 3.88 g/l 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium < §.0060 mg/L ¢.0060 0.0006 20-Sep-07 DT
EPA 200.7 Cobalt < (.0060 mg/l.  0.0060 0.0014 20-Scep-07 DT
EPA 200.7 Coppcr < 0.010 mg/L 0.010 6.003 20-Sep-07 DT
EPA 200.7 Iron 0.331 mg/L 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead < 0.0075 mg/l. 0.0075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium < 0.020 mg/L. 0.020 0.003 20-Sep-07 DT
EPA 200.7 Magnesium 1.04 mg/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Mangancse 0.0041 mg/L 0.0040 0.0015 20-Sep-67 DT
EPA 200.7 Molybdenum < 0.0080 mg/l.  0.008¢ 0.0022 20-Sep-07 DT
EPA 200.7 Nickel <0.010 mg/L 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 0.060 mg/L 0.050 0.013 20-Sep-07 DT
EPA 200.7 Potassium 2.74 mg/L. 0.50 0.04 20-Scp-07 DT
EPA 200.7 Selenium < 0.04¢ mg/L 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 20.8 g/l 0.080 0.023 20-Sep-07 DT
EPA 200.7 Silver < 0.0050 mg/l.  0.0050 0.0004 20-Sep-07 DT
EPA 200.7 Sodium 7.07 mg/L 0.50 0.03 20-8ep-07 DT
EPA 200.7 Strentium 0.0528 mg/l,. 0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Thallium <0013 mg/L 0.015 0.005 20-Sep-07 DT
EPA 200.7 Tin < 0.030 mg/L. 0.050 £.007 20-8ep-07 DT
EPA 200.7 Titaninm 0.0095 mg/l.  §.0050 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L.  $.0050 0.0005 20-Sep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, |D00019, CERT0O027, ID0O00192007A, WA 1268, IDO0019
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One Government Gulch - PO Box 929

Kellogg [D §3837-0929

(20:8) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80323

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D

SEEP-5

W701209-05 (Water)

Sampled: ¢7-Sep-07
Received: 10-Sep-07

SVL Sample [D: Sampled: K.E.

Method Analyte Result RL MDL  Dilution  Notes Analyzed Analyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zinc <0.0100 mg/l. 0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Scries Methods
EPA 200.7 Aluminum < 0.080 mg/L 0.080 0.028 19-Sep-07 AS
EPA 200.7 Anilimony <0.020 mg/L 0.02¢ 0.005 19-Sep-07 AS
EPA 200.7 Arsenic <0.025 mg/L 0.025 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0330 mg/L  0.0020 (.0006 19-Sep-07 AS
EPA 200.7 Beryllium < 0.00200 mg/L  0.00200  0.00022 19-Sep-07 AS
EPA 200.7 Bismuth < 0.060 mg/L. 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 19-5ep-07 AS
EPA 200.7 Cadmium <0.0020 mg/L  0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 3.83 mg/L 0.040 0.008 19-Sep-07 AS
EPA 200.7 Chromium < 0.0060 mg/l.  0.0060 0.0006 19-Sep-07 AS
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 19-Sep-07 AS
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 19-Sep-07 AS
EPA 2060.7 [ron < 0.060 mg/L 0.060 0.019 19-Sep-07 AS
LEPA 200.7 Lead < 0.0075 mg/l.  0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium < 0.02¢ mg/L 0.620 0.005 19-Sep-07 AS
EPA 200.7 Magnesium 1.01 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese 0.0054 mg/L 0.0040 0.0015 19-Sep-07 AS
EPA 2451 Mercury < 0.60020 mg/L 0.00020  0.00009 13-Sep-07  JAA
EPA 200.7 Molybdenum < 0.0080 mg/L. 0.0080 0.0022 19-Sep-07 AS
EPA 200.7 Nieckel < 0.010 mg/L 0.01¢ 0.604 19-Sep-07 AS
EPA 200.7 Phospharus < 0.050 mg/L 0.050 0.013 19-5ep-07 AS
EPA 2060.7 Potassium 2.60 mg/L 0.50 0.04 19-Sep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 20.0 mg/L 0.080 0.023 19-Scp-07 AS
EPA 200.7 Siiver < (0.0050 mg/l,. 0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 6.72 me/L 0.50 0.03 19-Sep-07  AS
EPA 200.7 Stroutiun 0.0467 mg/L  0.0030 (.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.015 mg/L 0.015 0.005 19-Sep-07 AS
EPA 200.7 Tin < 0.050 mg/L 0.050 0.007 19-Sep-07 AS
EPA 200.7 Titanium < 0.0050 mg/l. §.0050 0.0005 19-Sep-07 AS
EPA 200.8 Uranium < 0.00100 mg/L. 0.00100 ©¢.000046 3 Dl [7-Sep-07 KWH

SVL Analytical, Inc.

Certifications: AZ 538, CA 2080, ID0O0019, E87993, IDO0019, CERT0027, IDO00192007A, WA 1268, IDO0019
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One Government Gulch - PO Box 929 Kellogg 1Dy 83837-0929

{208) 784-1238

Fax (208) 783-0891

Montgomery Watson
1823 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D

SEEP-5

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample 1D: W701209-05 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDIL. Dilution  Notes Analyzed Analyst
Metals (Dissolved} by EPA 200 Series Methods
EPA 200.7 Vanadium <0.0050 m/L. 0.0050 0.0005 19-8ep-07 AS
EPA 200.7 Zine <0.0100 mg/l.  0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 23208 Bicarbonate 19.8 mg/L. 1.0 16-Sep-07 DKS
SM 23208 Carbonate <1.0 mg/L 1.0 16-Sep-07  DKS
EPA 333.2 Nitrate/Nitrite as N < 0.0200 mg/l. $.0200 0.0012 13-Sep-07 58C
SM 23208 Tota! Alkalinity 15.8 mg/L 1.0 0.4 16-Sep-07 DKS
Anions by lon Chromatography_
EPA 300.0 Chloride 1.69 mg/L 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride 0.104 mg/L 0.100 0.010 20-Sep-07  AMC
EPA 300.0 Sulfate as SO4 831 mg/L 0.30 0.03 20-Sep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, 1D00018, E87993, 1D00019, CERT0027, IDO00192007A, WA 1268, ID00019
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One Government Gulch - PO Box 929

Kellogg 1D 83837-0929

(208) 784-1258

FFax (208) 783-0891]

Montgomery Watson

1823 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D: SEEP-6 ;:::ﬁ}gg ?g:ﬁig:g;
SVI Sample iD: W701209-02 (Water) Sampled: K.E.
Method Analyte Result RL MDL Dilution  Notes Analyzed Analyst
Metals by EPA 200 Series Methods
EPA 245.1 Mercury < 0.00020 mg/l. 0.00020  0.00009 13-Sep-07 IAA
EPA 200.8 Uranium < 0.00100 mg/l.  0.00100  0.000046 3 D1 20-Sep-07 KWH
Total Recoverable Metals by EPA 200 Series Mcthods
EPA 200.7 Aluminum < 0.080 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony <(.020 mg/L 0.020 0.005 20-Sep-07 DT
EPA 200.7 Arsenic 0.036 mg/L 0.025 0.009 20-Sep-~07 DT
EPA 200.7 Barium 0.0198 mg/l. 0.0020 0.0006 20-5ep-07 DT
LEPA 200.7 Beryllium < 0.00200 mg/L. 0.00200  0.00022 20-8ep-07 DT
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 20-Sep-07 DT
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA 200.7 Cadmium <0.0020 mg/L 0.0020 0.0004 20-Sep-07 DT
EPA 200.7 Calcium 4.07 mg/L 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromiuim < 0.6060 mg/L  0.0060 0.0006 20-Sep-07 DT
EPA 200.7 Cobalt  * < 0.0060 mg/L  0.0060 0.0014 20-Sep-07 DT
EPA 200.7 Copper <0.010 mg/L 0.010 0.003 20-Sep-07 DT
EPA 200.7 Iron 0.179 mg/L 0.060 0.019 20-Sep-07 DT
EPA200.7 Lead < 0.0075 mg/l. 0.0075 0.0033 20-Sep-07 DT
EPA 200.7 Lithium <0.020 mg/L, 0.020 0.005 20-Sep-07 DT
EPA 200.7 Magnesium 227 mg/L 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganesc < 0.0040 mg/L. 0.0040 0.0015 20-Sep-07 DT
EPA 200.7 Molybdenum < 0.0080 mg/L  0.0080  0.0022 20-Sep-07 DT
EPA 200.7 Nickel <{.010 mg/L 6.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 0.092 mg/L 0.050 0.013 20-Sep-07 DT
EPA 200.7 Potassium 2.42 mg/L 0.50 0.04 20-Sep-07 DT
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 20-Sep-07 DT
EPA 200.7 Silicon 3.1 mg/L 0.080 0.023 20-Sep-07 DT
EPA 200.7 Silver < 0.0030 mg/L. 0.0030 0.0004 20-8ep-07 DT
EPA 200.7 Sedium 5.44 mg/L 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontinm 0.6331 mg/L  0.0050 0.0005 20-8ep-07 DT
EPA 200.7 Thallium <(0.015 mg/L 0.015 0.005 20-8ep-07 DT
EPA 200.7 Tin < 0.050 mg/L 0.050 0.007 20-Sep-07 DT
EPA 200.7 Titanium < 0.0050 mg/L.  0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium < 0.0050 mg/l.  0.0030 0.0003 20-Sep-07 DT

SVL Analytical, Inc.

Certifications; AZ 0538, CA 2080, ID00019, E87993, ID00019, CERT0027, ID000192007A, WA 1268, IDOC019
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et

ANALYTICAL

One Government Guleh - PO Box 929

Kellogg LD §3837-0929

(208) 784-1238

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite [18
Fort Collins , CO8(525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D:

SEEP-6
W701209-02 (Water)

Sampled: 07-Sep-07
Received: 10-Scp-07

SYL Sample 1D Sampled: K.LE.

Method Analyte Result RL MDL  Dilution Notes Analyzed Analyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zinc <(.0100 mg/L  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA200.7 Aluminum < (.080 mg/L. 0.080 0.028 19-Sep-07 AS
EPA 2007 Antimony < 0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Arsenic 0.037 mg/L 0.023 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0188 mg/L.  0.0020 0.0006 19-8ep-07 AS
EPA 200.7 Beryllium < .00200 mg/l.  $.00200 0.00022 19-Sep-07 AS
EPA 200.7 Bismuth < 0.064 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron <0.04¢ mg/L 0.040 0.014 19-Sep-07 AS
EPA 200.7 Cadmium <0.0020 mg/l.  0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calcium 4.27 mg/L 0.040 0.008 19-Sep-07 AS
EPA 200.7 Chromium < 0.0060 mg/l.  0.0060 0.0006 19-Sep-07 AS
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 19-Sep-07 AS
EPA 200.7 Copper <0.010 mg/l 0010 0.003 19-Sep-07  AS
EPA 200.7 [ron < .060 mg/L 0.060 0.019 19-Sep-07 AS
EPA 200.7 Lead <0.0075 mg/L. 0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium < 0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Magnesium 237 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Mangancse <0.0040 mg/L. 0.0040 0.0015 19-Sep-07 AS
EPA 245.1 Mercury < 0.60020 mg/L. 0.00020  0.00009 13-Sep-07  JAA
EPA 200.7 Melybdenum <0.0080 mg/L  0.0080 0.6022 19-Sep-07 AS
EPA 200.7 Nickel <0.010 mg/l. 0.010 0.004 19-8¢p-07 AS
EPA 200.7 Phosphorus 0.086 mg/L $.050 0.013 19-Sep-07 AS
EPA 200.7 Potassium 2.47 mg/L 0.30 0.04 19-Sep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 13.4 mg/L. 0.080 0.023 19-Sep-07 AS
EPA 200.7 Silver < 0.0050 mg/L. 0.0030 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 543 mg/L (.30 0.03 19-Sep-07 AS
EPA 200.7 Strontiun 0.0331 mg/l.  0.0050 6.0005 19-Sep-07 AS
EPA 200.7 Thallium <0.015 mg/L 0.015 0.003 19-Sep-G7 AS
EPA 200.7 Tin <0.050 mg/L 0.050 0.007 19-Sep-07 AS
EPA 200.7 Titanium < 0.0050 mg/l.  0.0050 0.0005 19-Sep-G7 AS
EPA 200.8 Uranium < 0.00100 mg/l. 0.00100  0.000046 5 Di 17-Sep-07  KWH

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87993, ID00019, CERT0027, IDO00192007A, WA 1268, IDO0019
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@ e

One Government Gulch - PO Box 929 Kcllogg 11> 83837-0925

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Poini Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample ID:
SVL Sample 1D:

SEEP-6
W701209-02 (Water)

Sampled: 07-Sep-07
Reeeived: 10-Sep-07

Sampled: K.E.

Method Analyte Result Units RL MDL Dilution  Notes Analyzed Analyst
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium < 0.0030 mg/L.  0.0050 4.0005 19-Sep-07 AS
EPA 200.7 Zinc < 0.0100 mg/L. 0.0100 4.0017 19-5Sep-07 AS
Classical Chemistry Parameters
SM 232013 Bicarbonate 10.5 mg/L .0 16-Sep-07 DIKS
SM 232083 Carbonate <1.0 mg/L 1.0 16-Sep-07  DKS
EPA 353.2 Nitrate/Nitrite as N 0.0818 mg/L. 0.0200 0.0012 13-Sep-07 S5C
SM 2320B Total Alkalinity 10.5 mg/L. 1.0 0.4 16-Sep-07 DKS
Anions by lon Chromatography
EPA 300.0 Chloride .41 mg/L 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride 0.149 mg/L 0.100 0.010 20-Scp-07  AMC
EPA 300.0 Sulfate as SO4 203 mg/L 0.3¢ (.03 20-Sep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, EB7993, ID0O0019, CERTQ027, IDO00192007A, WA 1268, ID00019
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One Governmeni Gulch - PO Box 929

Kellogg 1D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1823 Sharp Point Drive - Suite 118
Fort Collins , CO80325

Work Order;: W701209
Reported 21-Sep-07 16:13

Client Sample 1D:

SEEP-6-02

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample 1D: W701209-03 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL Dilution  Noies Analyzed Amnalyst
Metals by EPA 200 Series Methods
EPA 245.1 Mercury < (L00028 mg/L  0.00020  0.00009 13-Sep-07  JAA
EPA 200.8 Uranium <0.00100 mg/L  0.00100 0.000046 3 D1 20-8ep-07  KWwWH
Total Recoverable Metals by EPA 200 Series Mcthods
EPA 200.7 Aluminum < 0.080 mg/L 0.080 0.028 20-Sep-07 DT
EPA 200.7 Antimony <0.020 mg/L. 0.020 6.005 20-Sep-07 DT
EPA 260.7 Arsenie 0.037 mg/L 0.023 0.009 20-8ep-07 DT
EPA 200.7 Barium 0.020¢ mg/L  0.0020 0.0006 20-Sep-07 DT
EPA 200.7 Beryllium < 0.00200 mg/l. 0.00200  0.00022 20-Sep-07 DT
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 20-Sep-07 DT
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 20-Sep-07 DT
EPA200.7 Cadmium < 0.0020 mg/L  0.0020 0.0004 2{-Sep-07 DT
EPA 200.7 Caleium 4.11 mg/L. 0.040 0.008 20-Sep-07 DT
EPA 200.7 Chromium <0.0060 mg/L 0.0060 0.6006 20-Sep-07 DT
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 20-Sep-07 DT
EPA 200.7 Copper <0010 mg/f. 0.610 0.003 20-Sep-07 DT
EPA 200.7 Iron 0.138 mg/L 0.060 0.019 20-Sep-07 DT
EPA 200.7 Lead < 0.0075 mg/L  0.0075 0.0633 20-Sep-07 DT
EPA 200.7 Lithium <0.020 mg/L. 0.020 0.005 20-8ep-07 DT
EPA 200.7 Magnesiom 2.28 mg/L. 0.060 0.013 20-Sep-07 DT
EPA 200.7 Manganese 0.0048 mg/L  0.0040 0.0015 20-Sep-07 DT
EPA 200.7 Molybdenum < 0.0080 mg/L  0.0080 0.0022 20-Sep-07 DT
EPA 2007 Nickel <0.010 mg/l 0.010 0.004 20-Sep-07 DT
EPA 200.7 Phosphorus 3.097 mg/L 0.050 0.013 20-Sep-07 DT
EPA 200.7 Potassium 2.49 me/L 0.50 0.04 20-8ep-07 DT
EPA 200.7 Selenium < 0.040 mg/L 0.0640 0.013 20-Sep-07 DT
EPA200.7 Silicon 13.3 mp/L 0.080 0.023 20-Sep-07 DT
EPA 2007 Silver < 0.0050 mg/l.  0.0050 0.0004 20-5ep-07 DT
EPA 200.7 Sedium 5.60 mg/b 0.50 0.03 20-Sep-07 DT
EPA 200.7 Strontium 0.0341 mg/L  0.0050 0.0005 20-Sep-07 DT
EPA 200.7 Thallium <0.013 mg/L 0.013 0.005 20-Sep-07 DT
EPA 200.7 Tin < (.050 mg/L 0.050 0.007 20-Sep-07 DT
EPA 2007 Titanium <0.0050 mg/L  0.0030 0.0005 20-Sep-07 DT
EPA 200.7 Vanadium <0.0050 mg/L 0.0030 0.0005 20-Sep-07 DT

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, IDD0019, E87993, ID00019, CERT0OD27, IDO00192007A, WA 1268, ID0D0019
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One Government Gulch - PO Box 929

Kellogg 1D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgoinery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO80525

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sammple 1D:

SEEP-6-02

Sampled: 07-Sep-07
Reeeived: 10-Sep-07

SVL Sample 1T W701209-03 (Water) Sampled: K.E.

Method Analyte Result RL MDL  Dilution Notes Analyzed Analyst
Total Recoverable Metals by EPA 200 Series Methods
EPA 200.7 Zinc < 0.0100 mg/l.  0.0100 0.0017 20-Sep-07 DT
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Aluminum < (0.080 mg/L. 0.080 0.028 19-Sep-07 AS
EPA 200.7 Antimony < 0.020 mg/L 0.020 0.005 19-Sep-07 AS
EPA 200.7 Arsenic 0.038 mg/L 0.023 0.009 19-Sep-07 AS
EPA 200.7 Barium 0.0187 mg/L  $.0020 0.0006 19-Sep-07 AS
EPA 200.7 Beryllium <0.00200 mg/L. 0.00200 0.00022 19-Sep-07 AS
EPA 200.7 Bismuth < 0.060 mg/L 0.060 0.026 19-Sep-07 AS
EPA 200.7 Boron < 0.040 mg/L 0.040 0.014 19-Sep-07 AS
EPA 200.7 Cadmium < 0.0020 mg/L 0.0020 0.0004 19-Sep-07 AS
EPA 200.7 Calecinm 4.28 mg/L 0.040 0.008 19-Sep-G7 AS
EPA 200.7 Chromium < 0.0060 mg/L  0.0060 0.0006 19-Scp-07 AS
EPA 200.7 Cobalt < 0.0060 mg/L  0.0060 0.0014 19-Sep~07 AS
EPA 200.7 Copper < 0.010 mg/L 0.016¢ 0.003 19-Sep-07 AS
EPA 200.7 [ron < 0.060 mg/L 6.060 0.019 19-Sep-07 AS
EPA 200.7 Lead <0.0075 mg/l.  0.0075 0.0033 19-Sep-07 AS
EPA 200.7 Lithium < 0.020 mg/L. 0.020 0.005 19-Sep-07 AS
EPA 200.7 Magnesium 237 mg/L 0.060 0.013 19-Sep-07 AS
EPA 200.7 Manganese 0.0068 mg/L. 0.0040 0.0015 19-Sep-07 AS
EPA 2451 Mercury < 0.00020 mg/l.  0.00020  0.00009 13-Sep-07 TAA
EPA 200.7 Molybdenum < 0.0080 mg/L  0.0080 0.0022 19-Sep-07 AS
EPA 200.7 Niekel < Q.010 mg/L 0.010 0.004 19-Sep-07 AS
EPA 2006.7 Phosphoerus 0.086 mg/L 0.05¢ 0.013 19-Sep-07 AS
EPA 200.7 Potassium 247 mg/L 0.50 0.04 19-Sep-07 AS
EPA 200.7 Selenium < 0.040 mg/L 0.040 0.013 19-Sep-07 AS
EPA 200.7 Silicon 13.4 mg/L 0.080 0.023 19-Sep-07 AS
EPA 200.7 Silver < 0.0050 mg/L  0.0050 0.0004 19-Sep-07 AS
EPA 200.7 Sodium 3.45 mg/L 0.50 0.03 19-Sep-07 AS
EPA 200.7 Strentium 0.0328 mg/L  0.0050 0.6005 19-5ep-07 AS
EPA 200.7 Thallium < 0.015 mg/L 0.015 0.005 19-Sep-07 AS
EPA 200.7 Tin < 0.050 mg/L 0.050 0.007 19-Sep-07 AS
EPA 200.7 Titanium < 0.0050 mg/l. 0.0050 0.0003 19-Sep-07 AS
EPA 200.8 Uranium < 0.00100 mg/L. 0.00100  0.000046 3 D1 17-Sep-07  KWH

SVL Analytical, Inc.

Certifications; AZ 0538, CA 2080, ID00019, EB7993, [DO0019, CERT0027, IDO0G192007A, WA 1268, IDODG19
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One Government Guleh - PO Box 929 Kellegg 1D 83837-0929

(208) 784-1258

Fax (208) 783-0891

Montgomery Watson
1825 Sharp Point Drive - Suite 118
Fort Collins , CO805235

Work Order: W701209
Reported 21-Sep-07 16:13

Client Sample 1D:

SEEP-6-02

Sampled: 07-Sep-07
Received: 10-Sep-07

SVL Sample 1D: W701209-03 (Water) Sampled: K.E.

Method Analyte Result  Units RL MDL  Dilution  Notes Analyzed Analyst
Metals (Dissolved) by EPA 200 Series Methods
EPA 200.7 Vanadium <0.0050 mg/L. $.0030 0.0005 19-Sep-07 AS
EPA 200.7 Zinc < 0.0100 mg/l. 0.0100 0.0017 19-Sep-07 AS
Classical Chemistry Parameters
SM 2320B Bicarbonate 10.2 mg/L 1.0 16-Sep-07  DKS
SM 232083 Carbonaie < 1.0 mg/L. 1.0 [6-Sep-07  DKS
EPA 3532 Nitrate/Nitrite as N 0.0804 mg/L. §.0200 0.0012 [3-Sep-07 S8C
SM 23203 Total Alkalinity 10.2 mg/L 1.0 0.4 [6-Sep-07  DKS
Anions by lon Chromatography
EPA 300.0 Chloride 1.37 mg/L 0.200 0.016 20-Sep-07  AMC
EPA 300.0 Fluoride 0.117 mg/1. 0.100 0.010 20-Sep-07  AMC
EPA 300.0 Sulfate as SO4 20.2 mg/L 0.30 0.03 20-Sep-07  AMC

SVL Analytical, Inc.

Certifications: AZ 0538, CA 2080, ID00019, E87983, ID00019, CERT0027, IDO00192007A, WA 1288, ID00019
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